www.basiclab.com

C 2218 Railroad Avenue voice 530.243.7234 3860 Morrow Lane, Suite F voice 530.894.8966

laboratory Redding, California 96007 fax 530.243.7494 Chico, California 95928 fax 530.694.5143

December 19, 2012

LabID: 2110960

CALVIN YANG

CENTRAL REG WATER QUALITY - CV
11020 SUN CENTER DRIVE, #200
RANCHO CORDOVA, CA 95670-6114

RE: MUN EVALUATION

Dear CALVIN YANG ,

Enclosed are the analysis results for Work Order number 2110960. All analysis were
performed under strict adherence to our established Quality Assurance Plan. Any
abnormalities are listed in the qualifier section of this report.

- If you have any questions regarding these results, please feel free to contact us at any time.
We appreciate the opportunity to service your environmental testing needs.

Sincerely,

Tk Yoo
Ricky D. Jensen

Laboratory Director
California ELAP Certification Number 1677
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2218 Railroad Avenue volce 530,243.7234 3860 Moarrow Lane, Suite F voice 530.894.8966
laboratory Redding, California 96001 fax 530.243.7494 Chico, California 95928 fax 530.804.5143
Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION
General Chemistry
Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
AWL121127-10 Water (2110960-01) Sampled:11/27/12 11:34 Received:11;27/12 13:52 Temp (C): 3.5
Chloride mg/| 132 0.10 0.50 EPA 300.0 11/29/12 11/29/12 B2K0710
Sulfate as S04 - 239 0.20 1.00 " " " "
AmmioniaasN - 0.04 1 0.03 0.05 EPA 350.1 12/05/12  12/05/12 B2L0115
AWE121127-11 Water (2110960-02) Sampled:11/27/12 12:16 Received:11/27/12 13:52 Temp (C): 5.5
Chloride mg/| 3.27 0.10 0.50 EPA 300.0 11/29/12 11/29/12 B2K0710
Sulfate as S04 " 5.67 0.20 1.00 " " " "
Ammonia ag N " 0.12 0.03 045 EPA 350.1 12/05/12 12/05{12 B2LO115
AWL121127-12 Water (2110960-03) Sampled:11/27/1212:29 Received:11/27/1213:52 Temp (C): 7.4
Chloride mg/l 42,1 0.50 2.50 EPA 300.0 11/29/12 11/29/12 B2K0710
Sulfate as S04 " 14.3 0.20 1.00 " 11/30/12 " "
AmmoniaasN " 12.6 030 050 EPA 350.1 12/08/12 12/08/12 B2L0250
AWL121127-13 Water (2110960-04) Sampled:11/27/1212:47 Received:11/27/1213:52 Temp (C): 6.2
Chloride mg/l 8.41 0.10 0.50 EPA 300.0 11/29/12 11/29/12 B2K0710
Suifate as S04 " 7.47 0.20 1.00 " " " "
Ammonia as N " 179 003 005 EPA 350.1 12/05/12 12/05/12 B2L0115
AWL121127-14 Water (2110960-05) Sampled:11/27/12 10:13 Received:11/27/12 13:52 Temp (C): 6.6
Chloride mag/l 5.36 0.10 0.50 EPA 300.0 11/29/12 11/29/12 B2K0710
Sulfata as S04 " 8.03 0.20 1.00 " " " "
Ammonia as N " 0.06 0.03 0.05 EPA350.1  12/05/12 12/05/12 B2LQ115
AWL121127-15 Water (2110960-06) Sampled:11/27/1210:36 Received:11/27/12 13:52 Temp (C): 7.9
Chloride mg/| 4.25 0.10 0.50 EPA 300.0 11/29/12 11/29/12 B2K0710
Sulfate as S04 " 8.92 0.20 1.00 v " " "
Ammonia asN " 0.07 003 005 EPA 350.1 12/05/12 12/05/12 B2LO115
AWLE121127-16 Water (2110960-07) Sampled:11/27/1208:35 Received:11/27/12 13:52 Temp (C): 6.3
Chloride mg/| 6.63 0.10 0.50 EPA 300.0 11/29/12 11429412 B2KO710
Sulfate as S04 " 7.77 0.20 1.00 * n " "
Ammonia as N _ " 0.08 _ _ 0.03 0.05 EPA 350.1 12/05/12 12/05/12 B2LO115
AWL121127-17 Water (2110960-08) Sampled:11/27/1205:00 Received:11/27/12 13:52 Temp (C): 6.8
Ammoniaas N mg/l 0.05 0.03 _ 0.05 EPA 350_.} 12/05/12 12/05/12 B2LO115
AWL121127-18 Water (2110960-09) Sampled:11/27/1211:34 Received:11/27/12 13:52 Temp (C): 6.1
Ammonia as N ma/l 0.04 ] 0.03 0.05 EPA 350.1 12/05/12 12/05/12 B2L0115

Hk,

Approved By

Basic Laboratory, Inc.

California ELAP Cert #1677 and #2718
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2218 Raiiroad Avenue voice 530.243.7234 3860 Morrow Lane, Suite F voice 530.894.8966
lahoratery Redding, California 96001 fax 530.243.7494 Chico, California 95928 fax 530.894.5143
Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION

General Chemistry (ELAP #2718)

Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
AWL121127-10 Water (2110960-01) Sampled:11/27/12 11:34 Received:11/27/12 13:52 Temp (C): 3.5

Nltrate as N mg/i ND R-08 0.04 0.10 SM 4500NO3  11/28/12  11/28/12 B2KO737
Hardness " 44 2 5 SM 2340C  11/29/12  11/29/12 B2KO740
Total Dissolved Solids " 62 3 6 SM 2540C  11/30/12  11/30/12 B2KO767
AWL121127-11 Water (2110960-02) Sampled:11/27/1212:16 Received:13./27/12 13:52 Temp (C): 5.5

Nitrate as N mgjl 0.11 (.04 0.10 SM 4500NO3  11/28/12  11/28/12 B2KO737
Hardness " 78 2 5 SM 2340C  11/29/12  11/29/12 B2K0740
Total Dissolved Solids " 110 3 6 SM 2540C  11/30/12  11/30/12 B2K0767
AWL121127-12 Water (5110960-03) Sampled:11/27/12 12:29 Received:11/27/12 13:52 Temp (C): 7.4

Nitrate as N mgfl ND R-08 0.04 0.10 SM 4500NO3 11/28/12  11/28/12 B2K0737
Hardness " 200 2 5 SM2340C  11/29/12  11/29/12 B2K0740
Total Dissolved Solids v 368 3 6 SM2540C  11/30/12  11/30/12 B2K0767
AWL121127-13 Water (2110960-04) Sampled:11/27/12 12:47 Received:11/27/12 13:52 Temp (C): 6.2

Nitrate as N mg/l 0.10 0.04 0.10 SM 4500NO3  11/28/12  11/28/12 B2K0737
Hardness " 100 2 5 SM 2340C  11/29/12  11/29/12 B2K0740
Total Dissolved Solids " 145 3 6 SM 2540C 11/30/12  11/30/12 BRK0767
AWL121127-14 Water (2110960-05) Sampled:11/27/1210:13 Received:11/27/12 13:52 Temp (C): 6.6

Nitrate as N mg/l ND R-08 0.04 0.10 SM 4500NO3  11/28/12  11/28/12 B2K0737
Hardness " 76 2 5 SM 2340C 11/29/12  11/29/12 B2K0740
Total Dissolved Solids " 129 3 6 SM2540C 1130712 11/30/12 B2K0767
AWEL121127-15 Water (2110960-06) Sampled:11/27/12 10:36 Received:11/ 27[ 12 13:52 Temp (C): 7.9

Nitrate as N mg/t ND R-08 0.04 0.10 SM 4500NO3  11/28/12  11/28/12 B2K0737
Hardness " 106 2 5 SM 2340C 11/29/12  11/29/12 B2K0740
Total Dissolved Solids " 144 _ 3 6 SM 2540C 11/30/12  11/30/12 B2K0767
AWL121127-16 Water (2110960-07) Sampled:11/27/1208:35 Received:11/27/12 13:52 Temp (C): 6.3

Nitrate as N mg/l ND R-08 0.04 0.10 SM 4500N03  11/28/12  11/28/12 B2K0737
Hardness " 100 2 5 SM 2340C 11/29/12  11/29112 B2K0740
Total Dissolved Solids " 151 3 6 SM 2540C  11/30/12  11/30/12 B2KO767

Ky oo
Approvefl By

Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718
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2218 Railroad Avenue voice 530.243.7234 3860 Morrow Lane, Suite F voice 530.894.8966
laboratory Redding, California 96001 fax 530.243.7494 Chico, California 95928 fax 530.894.5143
Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: . MUN EVALUATION
Metals - Total
Analyte Units Results Qualifier Method Analyzed Prepared Batch

AWL121127-10 Water (2110960-01) Sampled:11/27/1211:34 Received:11/27/12 13:52 Temp (C): 3.5

Arsenic ug/l 0.6 12/07/12 12/04/12 B2K0700
Boron n 22-6 n n (]
SO_dium _ g/l 4 __12/17/12 12/10/12 B2L0215
AWL121127-11 Water (2110960-02) Sampled:11/27/1212:16 Received:11/27/12 13:52 Temp (C): 5.5

Arsenic ug/l 3.6 12/07/12 12/04/12 B2K0700
Boron B 20.8 " " ..
Sodium mgjl 3 _ _ a 12/17/12 12/10/12 B210215
AWL121127-12 Water (2110960-03) Sampled:11/27/1212:29 Received:11/27/12 13:52 Temp (C): 7.4

Arsenic ) ug/l 2.6 12/07/12 12/04/12 B2K0700
aom" " 85-0 " u u
Sodium mgfl 48 12/17/12 12/10/12 B2L0215
AWL121127-13 Water (2110960-04) Sampled:11/27/1212:47 Received:11/27/12 13:52 Temp (C): 6.2

Arsenic ug/l 38 12/07/12 12/04/12 B2K0700
Boron " 200 " " "
Sodium ﬂ/l 14 _ 0.7 12/17/12 12/10/12 B2L0215
AWL121127-14 Water (2110960-05) Sampled:11/27/1210:13 Received:11/27/12 13:52 Temp (C): 6.6

Arsenic ug/t 2.2 12/07/12 12/04/12 B2K0700
Boron " 19.8 [0} u "
Sodium _ mg/l 5 _ 12/17/12 12/10/12 B2L0215
AWL121127-15 Water {2110960-06) Sampled:11/27/12 10:36 Received:11/27/12 13:52 Temp (C): 7.9

Arsenic ug/l 4.4 12j07/12 12/04/12 B2K0700
Boron " 26.6 " " "
Sodium mg/| 12 12/17/12 12/10/12 B2L0215
AWL121137-16 Water (2110960-07) Sampled:11/27/12 08:35 Received:11727/12 13:52 Temp (C): 6.3

Arsenic ug/l s 12/07/12 12/04/12 B2K0700
Boron " 314 " " "
Sodium mg/| 13 12/17/12 12/10/12 B2L0215

‘h—% W___
Approved(By

. Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718 Page 4 of 10
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2218 Railroad Avenue voice 530.243.7234

3860 Morrow Lane, Suite F voice 530.894.8266

faboratory Redding, California 96001  fax 530.243.7494 Chico, California 95928 fax 530.894.5143
Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION

Metals - Dissolved

Analyte Units Results Qualifier MDL RL Method Analyzed Prepared Batch
AWL121127-10 Water (2110960-01) Sampled:11/27/12 11:34 Received:11/27/12 13:52 Temp (C): 3.5

Arsenic ug/l a.5 0.1 0.5 EPA 200.8 12/04/12 11/28/12 B2K0097
AWL121127-11 Water (2110960-02) Sampled:11/27/12 12:16 Received:11/27/12 13:52 Temp (C): 5.5

Arsenic ug/l 2.5 0.1 0.5 EPA 200.8 12/04/12 11/28/12 B2K0697
AWL121127-12 Water (2110960-03) Sampled:11/27/1212:29 Received:11/27/12 13:52 Temp (C): 7.4

Arsenic ug/l 2.6 0.1 0.5 EPA 200.8 12/04/12 11/28/12 B2KQ697
AWL121127-13 Water (2110960-04) Sampled:11/27/12 12:47 Received:11/27/12 13:52 Temp (C): 6.2

Arsenic ug/I 24 0.1 0.5 EPA 200.8 12/04/12 11/28/12 B2KQ697
AWL121127-14 Water (2110960-05) Sampled:11/27/12 10:13 Received:11/27/12 13:52 Temp (C): 6.6

Arsenic ug/l 1.8 0.1 0.5 EPA 200.8 12/04/12 11/28/12 B2K0697
AWL121127-15 Water (2110960-06) Sampled:11/27/12 10:36 Received:11/277/1213:52 Temp (C): 7.9

Arsenic ug/l 34 0.1 0.5 EPA 200.8 12/04/12 11/28/12 B2K0697
AWL121127-16 Water (2110960-07) Sampled:11/27/12 08:35 Received:11;27/12 13:52 Temp (C): 6.3

Arsenic ug/l 2.5 0.1 0.5 EPA, 200.8 12/04/12 11/28/12 B2KO&97

iy Yoo

Approveld By

Basic Laboratory, Inc,

California ELAP Cert #1677 and #2718
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2218 Railroad Avenue voice 530.243.7234
Redding, California 26001 fax 530.243.7494

3860 Morrow Lane, Suite F
Chico, California 95928

voice 530.894.8966
fax 530.894.5143

Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. # ;
Project: MUN EVALUATION
Quality Control Data
Spike  Source %REC RPD
Analyte Result RL Units level Result %REC  Limits RPFD Limit  Qualifier
General Chemistry

Batch B2K0710 - General Prep - GC
Blank
Chloride ND 0.50 mg/i
Sulfate as S04 ND 1.00 mgy/!
LCS
Chloride 4.88 0.50 mgy/| 5.00 97.6 90-110
Sulfate as 504 14.2 1.00 mgy/! 15.0 94.5 90-110
Duplicate Source: 2110960-01
Chiloride - 1.33 0.50 mg/i 1.32 0.738 20
Sulfate as S04 2.40 1.00 mg/l1 2.39 0.506 20
Duplicate Source: 2110960-02
Chloride 3.09 0.50 ma/t 3.27 5.84 20
Sulfate as S04 5.46 1.00 mg/i 5.67 39 20
Matrix Spike Source: 2110960-01
Chlorlde 6.28 0.50 mg/I 5.00 1,32 99.2 80-120
Sulfate as S04 134 1.00 mayl 10.0 2,39 110 80-120
Matrix Spike Source: 2110960-02 .
Chloride 8.22 0.50 g/l 5.00 3.27 99.0 80-120 2
Sulfate as S04 16.0 1.00 mgy/l 10.0 5.67 103 80-120
Batch B2L0115 - General Prep - GC
Blank
Ammonia as N ND 0.05 mg/l
LCcS
Ammonia as N 0.942 0.05 mg/l 1.00 94.2 90-110
Duplicate Source: 2110928-02
Ammonia as N 0.03 0.05 mg/l 0.03 4.94 20 ]
Duplicate Source: 2110990-01
Ammonia as N 0.08 0.05 mg/l 0.10 13.1 20
Matrix Spike Source; 2110928-02
Ammoria as N 1,02 0.05 mg/I 1.00 0.03 98.5 90-110
Matrix Spike Source: 21109%90-01
Ammonia as N 1.07 0.05 mgfl 1.00 0.10 97.8 90-110
Batch B2L0250 - General Prep - GC
Blank
Ammonia as N 0.040 0.05 mg/l 1 }
Blank
Ammonia as N 0.031 0.05 mg/! 1 !
LCS
Ammonia as N 0.997 0.05 mg/| 1.00 99,7 90-110

)

Approvedl By

Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718
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basic 2218 Railroad Avenue  voice 530.243.7234 3860 Morrow Lane, Suite F voice 530.894.8066
laboratory Redding, California 98001  fax 530.243.7494 Chico, California 95928 fax 530.894.5143
Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION
Quality Control Data
Spike  Source %REC RPD
Analyte Result RL Units Level  Result %REC Limits RPD Limit Qualifier
General Chemistry
Batch B2L0250 - General Prep - GC
LCS -
Ammonla as N 0.997 0.05 mg/l 1.00 99.7 90-110
Duplicate Source: 2111017-01
Ammonia as N 0.18 0.05 mg/l 0.18 3.53 20
Duplicate Source: 2110999-02
Ammonia as N 0.11 0.05 mg/l 0.06 53.0 20 QR-04
Duplicate Source: 2111.040-01
Ammonia as N 0,32 0.05 mg/fl 0.33 3.26 20
Matrix Spike Source: 2111017-01
Ammonla as N 1.14 0.05 mgfl 1.00 0.18 96.1 80-110
Matrix Spike Source: 2110999-02
Ammonia as N 0.98 0.05 mag/l 1.00 0.06 91.5 90-110
Matrix Spike Source: 2111040-01
Ammonia as N 1.33 0.05 ma/l 1.00 0.33 101 90-110
General Chemistry (ELAP #2718)
Batch B2K0737 - General Prep - Chico
Blank
Nitrate as N ND 0.05 mg/l
LCs
Nitrate as N 0.79 0.05 mg/l 0.800 98.8 80-120
Duplicate Source: 2110872-01RE1
Nitrate as N : 0.11 0.10 ma/l 0.12 8.70 20
Duplicate Source: 2110937-01RE1L
Nitrate as N 2.34 0.50 mg/l 2.84 19.3 20
Matrix Spike Source: 2110872-01REL
Nitrate as N 0.75 0.10 mg/l 0.600 .12 105 75-125
Matrix Spike Source: 2110937-01REL
Nitrate as N 579 0.5¢ mg/I 3.00 2.84 98.3 75-125
Batch B2K0740 - General Prep - Chico
Blank
Hardness ND 5 mg/l
LCS
Hardness 80 mg/l 80.0 100 80-120
Duplicate Source: 2110960-01
Hardness 46 5 ma/i 44 4.44 20
Matrix Spike Source: 2110960-01
Hardness 144 5 mg/| 100 44 160 75-125
“WikyYere—
Appraved By

Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718
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2218 Railroad Avenue

voice 530.243.7234

3860 Morrow Lane, Suite F

voice 530.894.8%66

laboratory Redding, California 96001  fax 530.243.7494 Chico, California 95928 fax 530.894.5143
Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION
Quality Control Data
Splke  Source %REC RPD
Analyte Result RL Units Level Result %REC  Limits RPD Limit Qualifier
General Chemistry (ELAP #2718)
Batch B2K0767 - General Prep - Chico
Blank
Total Dissolved Sollds ND 6 mg/l
LCS
Total Dissolved Solids 196 mg/! 200 98.0 80-120
Duplicate Source: 2110960-01
Total Dissolved Solids 63 6 mg/l 62 1.60 5 [
Metals - Total "
Batch B2K0700 - EPA 200 Series
Blank
Arsenic ND 0.5 ug/t
Boron 3.4 10.0 ug/t J
LCS
Arsenic 105 0.5 ug/l 100 105 85-115
Boron 106 10.0 ug/l 100 106 85-115
Duplicate Source: 2110975-01
Arsenlc 0.7 0.5 ug/l 0.8 3.90 20
Boron 12.2 10.0 ug/l 12.5 2,75 20
Duplicate Source: 2110999-02
Arsenic 2.4 0.5 ug/! 2.5 4.28 20
Boron 65.7 10.0 ug/l 66.2 0.743 20
Matrix Spike Source: 2£10975-01
Arsenic 105 0.5 ug/l 100 0.8 105 75-125
Boron 117 10.0 ug/l 100 12.5 104 75-125
Matrix Spike Source: 2110999-02
Arsenic 105 0.5 ugfl 100 2.5 102 75-125
Boron 166 10.0 ug/! 100 66.2 99.3 75-125
Batch B2L0215 - EPA 200 Series
Blank
Sodium ND 1 mg/l
LCS
Sodlum 49.9 1 mg/l 50.0 99.8 B5-115
Duplicate Source: 2111075-01
Sadlum 7.77 1 mg/l 7.89 1.53 20
Duplicate Source: 2111076-01
Sodlum 11.8 1 mg/l 11.7 0.851 20
Matrix Spike Source: 2111075-01
Sodium 56.2 i mg/l 50.0 7.89 96.6 75-125
Matrix Spike Source: 2111076-02

g ") PO

AppFovet By

Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718
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2218 Railroad Avenue
Redding, California 96001

voice 530.243.7234
fax 530.243.7494

3860 Morrow Lane, Suite F
Chico, California 95928

voice 530.894.8966
fax 530.894.5143

Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916) 464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION
Quality Control Data
Spike  Source %REC RPD
Analyte Result RL Units Level Result %REC  Limits RPD Limit Qualifier
Metals - Total
Batch B2L0215 - EPA 200 Series
Sodium 58.9 1 mgfl 50.0 118 94.2 75-125
Metals - Dissolved

Batch B2KO&97 - EPA 200.8 Diss
Blank ‘
Arsenic ND 0.5 ug/l
LCS
Arsenic 104 0.5 ug/l 100 104 85-115
Duplicate Source: 2110884-01
Arsenic 1.85 0.5 ug/| 17 7.55 20
Duplicate Source: 2111000-01
Arsenic 0.668 0.5 ug/l 0.509 27.2 20 QR-04
Matrix Spike Source: 2110884-01
Arsenic 102 0.5 ug/l 100 1.71 101 75-125
Matrix Spike Source: 2111000-01 _
Arsenic 103 0.5 ug/l 100 0.509 163 75-125

App:’ﬁdveﬁ By

Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718
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Report To: CENTRAL REG WATER QUALITY - CV Lab No: 2110960
11020 SUN CENTER DRIVE, #200 Reported: 12/19/12
RANCHO CORDOVA, CA 95670-6114 Phone: (916)464-4730
Attention: CALVIN YANG P.O. #
Project: MUN EVALUATION
Notes and Definitions

R-08 The sample was diluted due to sample matrix resulting in elevated reporting limlts.
QR-04 Duplicate results are within one reporting lImit and pass all necessary QC criteria.
] Detected but below the Reporting Limit; therefore, result Is an estimated concentration (CLP I-Flag). Thé Jflag is equivalent to the DNQ Estimated Concentration flag.
DET Analyte DETECTED
ND Analyte NOT DETECTED at or above the detection [imit
NR Not Reported
dry Sample results reported on a dry welght basis
RPD Relative Percent Differance
< Less than reporting limit
< Less than or egual to reporting limit
> Greater than reporting limit
= Greater than or equal to reporting limit
MDL Method Detection Limit
RL/ML " Minimum Leve! of Quantitation
MCL/AL Maxiurm Contarminant Level/Action Level
mg/kg Results reported as wet weight
TTLC Total Threshold Limit Concentration
STLC Sotuble Threshold Limit Concentration
TCLP Toxicity Characteristic Leachate Procedure
Note 1 Recelved Temperature - according to EPA guidelines, samples for most chemistry methods should be held at <6 degrees C after collection, including during

www.basiclab.com

2218 Railrcad Avenue voice 530.243.7234
Redding, Califcrnia 96001  fax 530.243.7494

3880 Morrow Lane, Suite F
Chico, California 95928

voice 530.894.896G6
fax 530.894.5143

transportation, unless the time from sampling to delivery Is <2 hours. Regulating agencies may Invalidate results if temperature requirements are not met.
Note 2 Accarding to 40 CFR Part 136 Table II, the following tests shoufd be analyzed in the field within 15 minutes of sampling: pH, chlorine, dissoived oxygen, and sulfite.

ks Lo

Appréefl By

Basic Laboratory, Inc.
California ELAP Cert #1677 and #2718
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BASIC LABORATORY CHAIN OF CUSTODY RECORD LAB#:
3860 Morrow Lane, Suite F, Chico, CA 95928 (530) 894-8966 FAX (530) 894-5143 D[ O 6{ O
CLIENT NAME: N " Conbrol ~[PROJECT NAWE: PROJECT # ;
| Centeal Vc&“e.r_ lgeﬁfmml weker Qwal;-l-y Board Mun Evu\uuh(m PAGE—(—OF—"
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